


12423 NE Whitaker Way
Portland, OR 97230

503-254-1794

Report Number:

Report Date:

ORELAP#:

01/28/2022

OR100028

14:51Received: 01/21/22

Purchase Order:

22-000778/D002.R001

This is an amended version of report# 22-000778/D002.R000.
Reason: Report includes potency analysis.

Product identity: GMY.D8.MP25 Lot 211412

Customer: Etz Hayim Holdings

Client/Metrc ID: .

22-000778-0001Laboratory ID:

Summary
Potency:

Units StatusResult LimitsAnalyte per 5g

27 3∆8 THC per 5g† mg/5g
CBD Total per 5g <LOQ

THC-Total per 5g <LOQ

(Reported in milligrams per serving)

Residual Solvents:
All analytes passing and less than LOQ.

Pesticides:
All analytes passing and less than LOQ.

Metals:
Less than LOQ for all analytes.

Microbiology:
Less than LOQ for all analytes.
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with:     OAR 333-007-0430
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ORELAP#:
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14:51Received: 01/21/22

Purchase Order:
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Customer: Etz Hayim Holdings
16427 NE Airport Way
PORTLAND 97230
United States of America (USA)

Product identity: GMY.D8.MP25 Lot 211412

Sample Date:

22-000778-0001Laboratory ID:

Client/Metrc ID: .

NoEvidence of Cooling:

21 °CTemp:

ClientRelinquished by:

5 gServing Size #1:

Sample Results

Batch: 2200657Potency per 5g Method J AOAC 2015 V98-6 (mod) Analyze: 1/25/22  10:06:00 AMUnits mg/se

Units LOQ NotesAnalyte Result Limits

CBC per 5g† mg/5g 0.161< LOQ

CBC-A per 5g† mg/5g 0.161< LOQ

CBC-Total per 5g† mg/5g 0.302< LOQ

CBD per 5g mg/5g 0.161< LOQ

CBD-A per 5g mg/5g 0.161< LOQ

CBD-Total per 5g mg/5g 0.302< LOQ

CBDV per 5g† mg/5g 0.161< LOQ

CBDV-A per 5g† mg/5g 0.161< LOQ

CBDV-Total per 5g† mg/5g 0.300< LOQ

CBE per 5g† mg/5g 0.161< LOQ

CBG per 5g† mg/5g 0.161< LOQ

CBG-A per 5g† mg/5g 0.161< LOQ

CBG-Total per 5g† mg/5g 0.300< LOQ

CBL per 5g† mg/5g 0.161< LOQ

CBL-A per 5g† mg/5g 0.161< LOQ

CBL-Total per 5g† mg/5g 0.302< LOQ

CBN per 5g mg/5g 0.161< LOQ

CBT per 5g† mg/5g 0.161< LOQ

∆8-THCV per 5g† mg/5g 0.161< LOQ

∆8-THC per 5g† mg/5g 0.16127.3

∆9-THC per 5g mg/5g 0.161< LOQ

exo-THC per 5g† mg/5g 0.161< LOQ

THC-A per 5g mg/5g 0.161< LOQ

THC-Total per 5g mg/5g 0.302< LOQ

THCV per 5g† mg/5g 0.161< LOQ

THCV-A per 5g† mg/5g 0.161< LOQ

THCV-Total per 5g† mg/5g 0.302< LOQ

Total Cannabinoids per 5g mg/5g27.3
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390    OAR 333-007-0430
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Microbiology
Units LOQ Analyze NotesMethodAnalyte BatchResult Limits Status

AOAC 991.14 (Petrifilm)cfu/g 01/24/22 X2200601< LOQ 10E.coli

AOAC 991.14 (Petrifilm)cfu/g 01/24/22 X2200601< LOQ 10Total Coliforms

AOAC 2014.05 (RAPID)cfu/g 01/28/22 X2200641< LOQ 10Mold (RAPID Petrifilm)

AOAC 2014.05 (RAPID)cfu/g 01/28/22 X2200641< LOQ 10Yeast (RAPID Petrifilm)

Solvents Batch 2200713Method Residual Solvents by GC/MS Units µg/g Analyze 01/27/22  08:52 AM

LOQAnalyte Result Limits Status Notes LOQAnalyte Result Limits Status Notes

< LOQ 380 pass1,4-Dioxane 100 < LOQ 5000 pass2-Butanol 200

< LOQ 160 pass2-Ethoxyethanol 30.0 < LOQ2-Methylbutane
(Isopentane)

200

< LOQ2-Methylpentane 30.0 < LOQ 5000 pass2-Propanol (IPA) 200

< LOQ2,2-Dimethy butane 30.0 < LOQ2,2-Dimethylpropane
(neo-pentane)

200

< LOQ2,3-Dimethy butane 30.0 < LOQ3-Methylpentane 30.0

< LOQ 5000 passAcetone 200 < LOQ 410 passAcetonitrile 100

< LOQ 2.00 passBenzene 1.00 < LOQ 5000 passButanes (sum) 400

< LOQ 3880 passCyclohexane 200 < LOQEthanol† 200

< LOQ 5000 passEthyl acetate 200 < LOQEthyl benzene 200

< LOQ 5000 passEthyl ether 200 < LOQ 620 passEthylene glycol 200

< LOQ 50.0 passEthylene oxide 20.0 < LOQ 290 passHexanes (sum) 150

< LOQ 5000 passIsopropyl acetate 200 < LOQ 70.0 passIsopropylbenzene
(Cumene)

30.0

< LOQm,p-Xylene 200 < LOQ 3000 passMethanol 200

< LOQ 600 passMethylene chloride 60.0 < LOQMethylpropane
(Isobutane)

200

< LOQn-Butane 200 < LOQ 5000 passn-Heptane 200

< LOQn-Hexane 30.0 < LOQn-Pentane 200

< LOQo-Xylene 200 < LOQ 5000 passPentanes (sum) 600

< LOQ 5000 passPropane 200 < LOQ 720 passTetrahydrofuran 100

< LOQ 890 passToluene 100 < LOQTotal Xylenes 400

< LOQ 2170 passTotal Xylenes and Ethyl
benzene

600
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
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Pesticides Batch 2200642Method AOAC 2007.01 & EN 15662 (mod) Units mg/kg Analyze 01/25/22  09:44 AM
LOQAnalyte Result Limits Status Notes LOQAnalyte Result Limits Status Notes

< LOQ 0.50 passAbamectin 0.250 < LOQ 0.40 passAcephate 0.250

< LOQ 2.0 passAcequinocyl 1.00 < LOQ 0.20 passAcetamiprid 0.100

< LOQ 0.40 passAldicarb 0.200 < LOQ 0.20 passAzoxystrobin 0.100

< LOQ 0.20 passBifenazate 0.100 < LOQ 0.20 passBifenthrin 0.100

< LOQ 0.40 passBoscalid 0.200 < LOQ 0.20 passCarbaryl 0.100

< LOQ 0.20 passCarbofuran 0.100 < LOQ 0.20 passChlorantraniliprole 0.100

< LOQ 1.0 passChlorfenapyr 0.500 < LOQ 0.20 passChlorpyrifos 0.100

< LOQ 0.20 passClofentezine 0.100 < LOQ 1.0 passCyfluthrin 0.500

< LOQ 1.0 passCypermethrin 0.500 < LOQ 1.0 passDaminozide 0.500

< LOQ 0.20 passDiazinon 0.100 < LOQ 1.0 passDichlorvos 0.500

< LOQ 0.20 passDimethoate 0.100 < LOQ 0.20 passEthoprophos 0.100

< LOQ 0.40 passEtofenprox 0.200 < LOQ 0.20 passEtoxazole 0.100

< LOQ 0.20 passFenoxycarb 0.100 < LOQ 0.40 passFenpyroximate 0.200

< LOQ 0.40 passFipronil 0.200 < LOQ 1.0 passFlonicamid 0.400

< LOQ 0.40 passFludioxonil 0.200 < LOQ 1.0 passHexythiazox 0.400

< LOQ 0.20 passImazalil 0.100 < LOQ 0.40 passImidacloprid 0.200

< LOQ 0.40 passKresoxim-methyl 0.200 < LOQ 0.20 passMalathion 0.100

< LOQ 0.20 passMetalaxyl 0.100 < LOQ 0.20 passMethiocarb 0.100

< LOQ 0.40 passMethomyl 0.200 < LOQ 0.20 passMGK-264 0.100

< LOQ 0.20 passMyclobutanil 0.100 < LOQ 0.50 passNaled 0.250

< LOQ 1.0 passOxamyl 0.500 < LOQ 0.40 passPaclobutrazole 0.200

< LOQ 0.20 passParathion-Methyl 0.200 < LOQ 0.20 passPermethrin 0.100

< LOQ 0.20 passPhosmet 0.100 < LOQ 2.0 passPiperonyl butoxide 1.00

< LOQ 0.20 passPrallethrin 0.200 < LOQ 0.40 passPropiconazole 0.200

< LOQ 0.20 passPropoxur 0.100 < LOQ 1.0 passPyrethrin I (total) 0.500

< LOQ 0.20 passPyridaben 0.100 < LOQ 0.20 passSpinosad 0.100

< LOQ 0.20 passSpiromesifen 0.100 < LOQ 0.20 passSpirotetramat 0.100

< LOQ 0.40 passSpiroxamine 0.200 < LOQ 0.40 passTebuconazole 0.200

< LOQ 0.20 passThiacloprid 0.100 < LOQ 0.20 passThiamethoxam 0.100

< LOQ 0.20 passTrifloxystrobin 0.100

Metals
Units LOQ Analyze NotesMethodAnalyte BatchResult Limits Status

AOAC 2013.06 (mod.)mg/kg 01/26/22 X2200709< LOQ 0.200 0.00738Arsenic pass

AOAC 2013.06 (mod.)mg/kg 01/26/22 X2200709< LOQ 0.200 0.00738Cadmium pass

AOAC 2013.06 (mod.)mg/kg 01/26/22 X2200709< LOQ 0.500 0.00738Lead pass

AOAC 2013.06 (mod.)mg/kg 01/26/22 X2200709< LOQ 0.100 0.00369Mercury pass
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
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These test results are representative of the individual sample selected and submitted by the client.

Abbreviations
 Limits: Action Levels per OAR-333-007-0400, OAR-333-007-0210, OAR-333-007-0220, CCR title 16-division 42. BCC-section 5723

Limit(s) of Quantitation (LOQ): The minimum levels, concentrations, or quantities of a target variable (e.g., target
analyte) that can be reported with a specified degree of confidence.

† = Analyte not NELAP accredited.

Units of Measure

 cfu/g = Colony forming units per gram

 g = Gram

 µg/g = Microgram per gram

 mg/kg = Milligram per kilogram = parts per million (ppm)

 mg/5g = Milligram per 5g

 % = Percentage of sample

% wt = µg/g divided by 10,000

Glossary of Qualifiers
X: Not ORELAP accredited.

Derrick Tanner
General Manager

Approved Signatory
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Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
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Legacy D  C L C2  Wo ks ee  Va da ed 0/30/2020

AOAC 2007.1 & EN 15662 Units: mg/Kg Batch ID:
Method Blank Laboratory Control Sample

Analyte Blank Result Notes LCS Spike LCS % Rec Notes

Acephate 0.029 < 0.250 1.000 86.7 70.4 131

Acequinocyl 0.000 < 1.000 4.000 101.6 64.0 119

Acetamiprid 0.000 < 0.100 0.400 96.1 75.0 137

Aldicarb 0.000 < 0.200 0.800 83.4 76.4 142

Abamectin 0.000 < 0.250 1.000 101.9 75.5 140

Azoxystrobin 0.000 < 0.100 0.400 96.3 74.7 139

Bifenazate 0.000 < 0.100 0.400 94.9 74.8 139

Bifenthrin 0.000 < 0.100 0.400 101.1 71.1 132

Boscalid 0.000 < 0.200 0.800 98.1 73.8 137

Carbaryl 0.000 < 0.100 0.400 94.6 75.6 137

Carbofuran 0.000 < 0.100 0.400 92.3 74.1 138

Chlorantraniliprol 0.000 < 0.100 0.400 95.6 88.1 164

Chlorfenapyr 0.000 < 0.500 2.000 119.6 77.1 143

Chlorpyrifos 0.000 < 0.100 0.400 103.1 73.5 137

Clofentezine 0.000 < 0.100 0.400 82.4 45.9 85.2

Cyfluthrin 0.000 < 0.500 2.000 91.2 74.4 138

Cypermethrin 0.000 < 0.500 2.000 104.5 74.5 138

Daminozide 0.008 < 0.500 2.000 32.8 25.5 47.4

Diazinon 0.000 < 0.100 0.400 93.8 77.0 143

Dichlorvos 0.000 < 0.500 2.000 91.4 80.6 150

Dimethoat 0.000 < 0.100 0.400 94.0 75.9 138

Ethoprophos 0.000 < 0.100 0.400 95.6 75.2 140

Etofenprox 0.000 < 0.200 0.800 91.4 73.7 137

Etoxazol 0.000 < 0.100 0.400 96.4 78.1 145

Fenoxycarb 0.000 < 0.100 0.400 92.3 73.4 136

Fenpyroximat 0.000 < 0.200 0.800 106.8 74.6 138

Fipronil 0.000 < 0.200 0.800 101.0 76.5 142

Flonicamid 0.000 < 0.250 1.000 95.4 84.7 138

Fludioxonil 0.000 < 0.200 0.800 81.9 75.4 140

Hexythiazox 0.000 < 0.250 1.000 98.2 73.4 136

Imazalil 0.001 < 0.100 0.400 89.1 70.4 131

Imidacloprid 0.000 < 0.200 0.800 93.5 77.2 136

Kresoxim Methyl 0.000 < 0.200 0.800 95.1 74.0 137

Malathion 0.000 < 0.100 0.400 93.6 73.9 137

Metalaxyl 0.014 < 0.100 0.400 90.0 77.0 134

Methiocarb 0.000 < 0.100 0.400 87.6 75.9 141

Methomyl 0.000 < 0.200 0.800 79.3 70.5 131

MGK 264 0.000 < 0.100 0.400 94.1 76.2 142

Myclobutanil 0.000 < 0.100 0.400 92.0 73.3 136

Naled 0.000 < 0.250 1.000 89.4 43.0 79.8 Q1

Oxamyl 0.000 < 0.500 2.000 89.6 72.6 135

Paclobutrazol 0.000 < 0.200 0.800 92.5 72.9 135

Parathion Methyl 0.000 < 0.200 0.800 99.2 70.1 130

Permethrin 0.000 < 0.100 0.400 92.2 73.2 136

Phosmet 0.000 < 0.100 0.400 91.8 72.7 135

Piperonyl butoxide 0.000 < 0.500 2.000 87.4 77.6 139

Prallethrin 0.000 < 0.100 0.400 90.2 71.6 133

Propiconazole 0.047 < 0.200 0.800 90.7 74.1 138

Propoxur 0.008 < 0.100 0.400 92.5 74.5 138

Pyrethrins 0.000 < 0.100 0.413 87.4 58.9 109

Pyridaben 0.000 < 0.100 0.400 99.0 73.7 137

Spinosad 0.000 < 0.100 0.388 102.3 77.1 143

Spiromesifen 0.000 < 0.100 0.400 93.9 74.5 138

Spirotetramat 0.000 < 0.100 0.400 95.2 73.3 136

Spiroxamine 0.000 < 0.200 0.800 89.9 73.4 136

ebuconazol 0.000 < 0.200 0.800 94.1 72.9 135

hiacloprid 0.000 < 0.100 0.400 92.6 73.0 136

hiamethoxam 0.000 < 0.100 0.400 92.3 72.0 134

rifloxystrobin 0.000 < 0.100 0.400 99.1 75.8 139

LimitsLCS Result

0.867

4.062

0.385

0.668

1.019

0.385

0.380

0.404

0.784

0.378

0.369

0.382

2.392

0.412

0.330

1.825

2.089

0.656

0.375

1.828

0.376

0.382

0.731

0.386

0.369

0.854

0.808

0.954

0.656

0.982

0.356

0.748

0.761

0.374

0.360

0.350

0.634

0.376

1.748

0.361

0.367

0.726

0.368

0.894

1.792

0.740

0.794

Laboratory Pesticide Quality Control Results

0.396

2200642

Blank Limits

0.381

0.719

0.753

0.370

0.369

0.370

0.361

0.396

0.397

0.376

0.369
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Laboratory Pesticide Quality Control Results
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Matrix Spike/Matrix Spike Duplicate Recoveries Sample ID:

Analyte Result MS Res MSD Res Spike RPD% MS % Rec MSD % Rec Notes

Acephate 0.032 0.982 1.042 1.000 6.1% < 30 94.9% 100.9% 50 150

Acequinocyl 0.000 4.130 4.348 4.000 5.2% < 30 103.2% 108.7% 50 150

Acetamiprid 0.000 0.460 0.484 0.400 5.1% < 30 115.0% 121.0% 50 150

Aldicarb 0.000 0.704 0.729 0.800 3.5% < 30 88.1% 91.2% 50 150

Abamectin 0.000 1.059 1.122 1.000 5.7% < 30 105.9% 112.2% 50 150

Azoxystrobin 0.000 0.546 0.573 0.400 4.7% < 30 136.6% 143.2% 50 150

Bifenazate 0.000 0.526 0.614 0.400 15.5% < 30 131.6% 153.6% 50 150 Q1

Bifenthrin 0.000 0.921 0.956 0.400 3.7% < 30 230.2% 238.9% 50 150 Q1

Boscalid 0.000 1.187 1.253 0.800 5.4% < 30 148.4% 156.6% 50 150 Q1

Carbaryl 0.000 0.517 0.529 0.400 2.3% < 30 129.3% 132.2% 50 150

Carbofuran 0.000 0.558 0.584 0.400 4.6% < 30 139.6% 146.1% 50 150

Chlorantraniliprol 0.000 0.330 0.329 0.400 0.2% < 30 82.4% 82.2% 50 150

Chlorfenapyr 0.000 6.061 6.533 2.000 7.5% < 30 303.0% 326.7% 50 150 Q1

Chlorpyrifos 0.009 0.348 0.429 0.400 21.3% < 30 84.8% 105.0% 50 150

Clofentezine 0.000 0.392 0.427 0.400 8.5% < 30 98.0% 106.6% 50 150

Cyfluthrin 0.000 3.478 3.488 2.000 0.3% < 30 173.9% 174.4% 30 150 Q1

Cypermethrin 0.000 4.089 4.231 2.000 3.4% < 30 204.4% 211.5% 50 150 Q1

Daminozide 0.066 0.940 1.029 2.000 9.8% < 30 43.7% 48.2% 30 150

Diazinon 0.427 0.887 0.900 0.400 2.9% < 30 115.0% 118.3% 50 150

Dichlorvos 0.000 2.425 2.438 2.000 0.5% < 30 121.3% 121.9% 50 150

Dimethoat 0.000 0.440 0.468 0.400 6.1% < 30 110.0% 117.0% 50 150

Ethoprophos 0.000 0.519 0.547 0.400 5.2% < 30 129.8% 136.7% 50 150

Etofenprox 0.000 1.942 2.059 0.800 5.9% < 30 242.7% 257.4% 50 150 Q1

Etoxazol 0.000 0.470 0.488 0.400 3.7% < 30 117.6% 122.1% 50 150

Fenoxycarb 0.000 0.633 0.689 0.400 8.6% < 30 158.2% 172.3% 50 150 Q1

Fenpyroximat 0.000 1.449 1.485 0.800 2.5% < 30 181.1% 185.7% 50 150 Q1

Fipronil 0.000 1.436 1.508 0.800 4.9% < 30 179.5% 188.5% 50 150 Q1

Flonicamid 0.000 0.988 1.046 1.000 5.7% < 30 98.8% 104.6% 50 150

Fludioxonil 0.000 0.508 0.525 0.800 3.4% < 30 63.5% 65.7% 50 150

Hexythiazox 0.000 1.863 2.096 1.000 11.8% < 30 186.3% 209.6% 50 150 Q1

Imazalil 0.000 0.405 0.450 0.400 10.6% < 30 101.2% 112.6% 50 150

Imidacloprid 0.000 0.517 0.571 0.800 10.0% < 30 64.6% 71.4% 50 150

Kresoxim Methyl 0.000 1.306 1.444 0.800 10.0% < 30 163.2% 180.5% 50 150 Q1

Malathion 0.000 0.566 0.618 0.400 8.7% < 30 141.6% 154.4% 50 150 Q1

Metalaxyl 0.000 0.438 0.467 0.400 6.4% < 30 109.4% 116.7% 50 150

Methiocarb 0.000 0.411 0.409 0.400 0.5% < 30 102.8% 102.3% 50 150

Methomyl 0.000 0.688 0.721 0.800 4.7% < 30 86.0% 90.1% 50 150

MGK 264 0.000 0.497 0.524 0.400 5.2% < 30 124.3% 130.9% 50 150

Myclobutanil 0.015 0.483 0.536 0.400 10.8% < 30 116.9% 130.2% 50 150

Naled 0.000 1.173 1.210 1.000 3.1% < 30 117.3% 121.0% 50 150

Oxamyl 0.000 1.766 1.961 2.000 10.5% < 30 88.3% 98.1% 50 150

Paclobutrazol 0.000 1.002 1.098 0.800 9.1% < 30 125.3% 137.3% 50 150

Parathion Methyl 0.000 1.133 1.124 0.800 0.8% < 30 141.6% 140.5% 30 150

Permethrin 0.000 0.813 0.927 0.400 13.2% < 30 203.2% 231.8% 50 150 Q1

Phosmet 0.000 0.568 0.609 0.400 6.9% < 30 142.1% 152.2% 50 150 Q1

Piperonyl butoxide 0.000 1.639 1.906 2.000 15.1% < 30 82.0% 95.3% 50 150

Prallethrin 0.000 0.526 0.547 0.400 3.9% < 30 131.4% 136.6% 50 150

Propiconazole 0.000 1.391 1.434 0.800 3.0% < 30 173.9% 179.2% 50 150 Q1

Propoxur 0.000 0.485 0.495 0.400 2.1% < 30 121.3% 123.9% 50 150

Pyrethrins 0.028 0.412 0.426 0.413 3.8% < 30 93.0% 96.5% 50 150

Pyridaben 0.000 0.412 0.436 0.400 5.7% < 30 103.0% 109.1% 50 150

Spinosad 0.000 0.741 0.747 0.388 0.9% < 30 190.9% 192.5% 50 150 Q1

Spiromesifen 0.000 0.481 0.500 0.400 3.8% < 30 120.2% 125.0% 50 150

Spirotetramat 0.000 0.545 0.547 0.400 0.4% < 30 136.2% 136.9% 50 150

Spiroxamine 0.000 0.982 1.020 0.800 3.8% < 30 122.7% 127.5% 50 150

ebuconazol 0.000 1.086 1.272 0.800 15.8% < 30 135.7% 159.0% 50 150 Q1

hiacloprid 0.000 0.469 0.511 0.400 8.7% < 30 117.2% 127.8% 50 150

hiamethoxam 0.000 0.352 0.400 0.400 12.9% < 30 88.0% 100.1% 50 150

rifloxystrobin 0.000 0.835 0.937 0.400 11.5% < 30 208.8% 234.3% 50 150 Q1

 22-000279-0001

LimitsLimit
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J AOAC 2015 V98-6 Batch ID:
Laboratory Control Sample

Analyte Spike Units % Rec Evaluation Notes

CBDVA 0.01 105 85.0 - 115 Acceptable

CBDV 0.01 104 85.0 - 115 Acceptable

CBE 0.01 104 85.0 - 115 Acceptable

CBDA 0.01 104 85.0 - 115 Acceptable

CBGA 0.01 103 85.0 - 115 Acceptable

CBG 0.01 106 85.0 - 115 Acceptable

CBD 0.01 101 85.0 - 115 Acceptable

THCV 0.01 107 85.0 - 115 Acceptable

d8THCV 0.01 102 85.0 - 115 Acceptable

THCVA 0.01 101 85.0 - 115 Acceptable

CBN 0.01 101 85.0 - 115 Acceptable

exo-THC 0.01 99.0 85.0 - 115 Acceptable

d9THC 0.01 103 85.0 - 115 Acceptable

d8THC 0.01 104 85.0 - 115 Acceptable

CBL 0.01 107 85.0 - 115 Acceptable

CBC 0.01 106 85.0 - 115 Acceptable

THCA 0.01 103 85.0 - 115 Acceptable

CBCA 0.01 107 85.0 - 115 Acceptable

CBLA 0.01 104 85.0 - 115 Acceptable

CBT 0.01 102 85.0 - 115 Acceptable

Method Blank

Analyte LOQ Evaluation Notes

CBDVA 0.003 < Acceptable

CBDV 0.003 < Acceptable

CBE 0.003 < Acceptable

CBDA 0.003 < Acceptable

CBGA 0.003 < Acceptable

CBG 0.003 < Acceptable

CBD 0.003 < Acceptable

THCV 0.003 < Acceptable

d8THCV 0.003 < Acceptable

THCVA 0.003 < Acceptable

CBN 0.003 < Acceptable

exo-THC 0.003 < Acceptable

d9THC 0.003 < Acceptable

d8THC 0.003 < Acceptable

CBL 0.003 < Acceptable

CBC 0.003 < Acceptable

THCA 0.003 < Acceptable

CBCA 0.003 < Acceptable

CBLA 0.003 < Acceptable

CBT 0.003 < Acceptable

Abbreviations
ND - None Detected at or above MRL

RPD - Relative Percent Difference

LOQ - Limit of Quantitation

Units of Measure:
% - Percent

0.0107 %

Limits

%

%

%

%

%

0.003%

%

%

%

  Units

0.0104

0.0107

0.0103

0.0106

0.0102

0.003

0.003

<LOQ

<LOQ

<LOQ

<LOQ

<LOQ

<LOQ

Result

%

0.003<LOQ

<LOQ

<LOQ

<LOQ

<LOQ

<LOQ

0.003

0.003

0.003

0.003

0.003

%

%

%

%

0.003

%

%

0.003

0.003

%

%

%

%

0.003

0.003

0.003

Laboratory Quality Control Results
2200657

Limits

%

%

%

%

%

%

%

%

%

0.0104

0.0105

Result

0.0102

0.0107

0.0101

0.0106

0.0103

0.0104

0.0104

0.0101

%

%

0.0104

0.0103

0.00990

0.0101

%

%

%

<LOQ % 0.003

<LOQ % 0.003

<LOQ

<LOQ

<LOQ

<LOQ % 0.003

<LOQ % 0.003

<LOQ % 0.003

Page 9 of 13
www.columbialaboratories.com

Test results relate only to the parameters tested and to the samples as received by the laboratory. Test results meet all requirements of NELAP and the Columbia Laboratories quality assurance plan
unless otherwise noted. This report shall not be reproduced, except in full, without the written consent of this laboratory. Samples will be retained for a maximum of 30 days from the receipt date unless
prior arrangements have been made.
Testing in accordance with: OAR 333-007-0390 OAR 333-007-0400 OAR 333-007-0410  OAR 333-007-0430



12423 NE Whitaker Way
Portland, OR 97230

503-254-1794

Report Number:

Report Date:

ORELAP#:

01/28/2022

OR100028

14:51Received: 01/21/22

Purchase Order:

22-000778/D002.R001

Revision  1 Documen  D  7148
Legacy D   Workshee  Valida ed 04/20/2021

Laboratory Quality Control Results
J AOAC 2015 V98-6 Batch ID:
Sample Duplicate Sample D

Analyte Result Org. Result LOQ Units RPD Evaluation Notes

CBDVA <LOQ <LOQ 0.003 NA < Acceptable

CBDV <LOQ <LOQ 0.003 NA < Acceptable

CBE <LOQ <LOQ 0.003 NA < Acceptable

CBDA <LOQ <LOQ 0.003 NA < Acceptable

CBGA <LOQ <LOQ 0.003 NA < Acceptable

CBG 0.0111 0.0109 0.003 1.70 < Acceptable

CBD <LOQ <LOQ 0.003 NA < Acceptable

THCV <LOQ <LOQ 0.003 NA < Acceptable

d8THCV <LOQ <LOQ 0.003 NA < Acceptable

THCVA <LOQ <LOQ 0.003 NA < Acceptable

CBN 0.00753 0.00750 0.003 0.413 < Acceptable

exo-THC <LOQ <LOQ 0.003 NA < Acceptable

d9THC 0.337 0.334 0.003 1.09 < Acceptable

d8THC <LOQ <LOQ 0.003 NA < Acceptable

CBL <LOQ <LOQ 0.003 NA < Acceptable

CBC 0.00583 0.00568 0.003 2.61 < Acceptable

THCA <LOQ <LOQ 0.003 NA < Acceptable

CBCA <LOQ <LOQ 0.003 NA < Acceptable

CBLA <LOQ <LOQ 0.003 NA < Acceptable

CBT <LOQ <LOQ 0.003 NA < Acceptable

Abbreviations
ND - None Detected at or above MRL

RPD - Relative Percent Difference

LOQ - Limit of Quantitation

Units of Measure:

% - Percent

% 20

% 20

% 20

%

22-000732-0001

% 20

% 20

20

2200657

% 20

Limits

% 20

% 20

% 20

% 20

20

% 20

%

% 20

% 20

% 20

% 20

% 20

% 20

% 20
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Residual Solvents Batch ID:

Analyte LOQ Notes Result Spike Units % Rec Notes

Propane 200 25 0 µg/g 06 0 0 0

Isobutane 200 90 98 µg/g 98 0 0

Butane 200 98 93 µg/g 0 0 0 0

2 2 Dimethylpropane 200 2 628 µg/g 3 0 0

Methanol 200 0 6 0 µg/g 08 0 0

Ethy ene Ox de 30 2 3 2 µg/g 2 9 0 0

2 Methylbutane 200 50 630 µg/g 0 0 0

Pentane 200 80 6 0 µg/g 0 6 0 0

Ethanol 200 690 630 µg/g 03 0 0

Ethyl Ether 200 0 6 0 µg/g 06 2 0 0

2 2 Dimethylbutane 30 9 65 µg/g 5 8 0 0

Acetone 200 90 6 0 µg/g 2 0 0

2 Propanol 200 90 6 0 µg/g 2 0 0

Ethyl Formate 500 260 620 µg/g 8 0 0

Acetonitri e 00 608 98 µg/g 22 0 0

Methyl Acetate 500 0 8 0 µg/g 9 8 0 0

2 3 Dimethylbutane 30 88 62 µg/g 6 0 0 0

Dichloromethane 60 55 98 µg/g 2 0 0

2 Methylpentane 30 99 6 µg/g 9 2 0 0

M BE 500 650 6 0 µg/g 02 5 0 0

3 Methylpentane 30 202 9 µg/g 2 8 0 0

Hexane 30 68 6 µg/g 02 0 0

Propanol 500 9 0 620 µg/g 9 8 0 0

Methy ethylketone 500 8 0 0 µg/g 0 0 0 0

Ethyl acetate 200 60 620 µg/g 08 6 0 0

2 Butanol 200 90 600 µg/g 9 0 0

etrahydrofuran 00 5 500 µg/g 08 8 0 0

Cyclohexane 200 690 6 0 µg/g 05 0 0 0

2 methyl propanol 500 90 6 0 µg/g 2 0 0

Benzene 6 2 5 62 µg/g 08 9 0 0

Isopropyl Acetate 200 90 6 0 µg/g 2 0 0

Heptane 200 8 0 6 0 µg/g 3 0 0

Butanol 500 90 620 µg/g 0 5 0 0

Propyl Acetate 500 2090 620 µg/g 29 0 0 0

Dioxane 00 58 502 µg/g 5 0 0

2 Ethoxyethanol 30 80 6 µg/g 09 8 0 0

Methy isobutylketone 500 2020 620 µg/g 2 0 0

3 Methyl butanol 500 2030 620 µg/g 25 3 0 0

Ethy ene Glycol 200 63 502 µg/g 25 0 0

o uene 200 550 88 µg/g 2 0 0

Isobutyl Acetate 500 880 00 µg/g 0 6 0 0

Pentanol 500 9 0 630 µg/g 2 0 0

Butyl Acetate 500 9 0 660 µg/g 8 0 0

Ethy benzene 200 00 65 µg/g 0 0 0

m p Xylene 200 0 990 µg/g 5 2 0 0

o Xylene 200 0 9 µg/g 3 0 0

Cumene 30 93 9 µg/g 0 8 0 0

Anisole 500 950 650 µg/g 8 2 0 0

DMSO 500 50 630 µg/g 0 0 0

2 d methoxyethane 50 230 83 µg/g 25 0 0

riethylamine 500 80 620 µg/g 09 9 0 0

N N dimethylformamide 50 635 95 µg/g 28 3 0 0

N N dimethylacetam de 50 6 502 µg/g 2 6 0 0 Q

Pyridine 50 203 86 µg/g 09 0 0

2 Dichloroethane 2 µg/g 20 0 0 0

Chloroform 3 µg/g 3 0 0 0

richloroethylene µg/g 0 0 0ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

Limits

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

Method Blank

ND

ND

ND

ND

ND

ND

ND

ND

Laboratory Quality Control Results

22007 3

Laboratory Control Sample

Result

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND

ND
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QC  Sample Duplicate Sample ID:

Analyte Result Org. Result LOQ Units RPD

Propane ND ND 200 µg/g 0 0 20

Isobutane ND ND 200 µg/g 0 0 20

Butane ND ND 200 µg/g 0 0 20

2 2 Dimethylpropane ND ND 200 µg/g 0 0 20

Methanol ND ND 200 µg/g 0 0 20

Ethy ene Ox de ND ND 30 µg/g 0 0 20

2 Methylbutane ND ND 200 µg/g 0 0 20

Pentane ND ND 200 µg/g 0 0 20

Ethanol ND ND 200 µg/g 0 0 20

Ethyl Ether ND ND 200 µg/g 0 0 20

2 2 Dimethylbutane ND ND 30 µg/g 0 0 20

Acetone ND ND 200 µg/g 0 0 20

2 Propanol ND ND 200 µg/g 0 0 20

Ethyl Formate ND ND 500 µg/g 0 0 20

Acetonitri e ND ND 00 µg/g 0 0 20

Methyl Acetate ND ND 500 µg/g 0 0 20

2 3 Dimethylbutane ND ND 30 µg/g 0 0 20

Dichloromethane ND ND 60 µg/g 0 0 20

2 Methylpentane ND ND 30 µg/g 0 0 20

M BE ND ND 500 µg/g 0 0 20

3 Methylpentane ND ND 30 µg/g 0 0 20

Hexane ND ND 30 µg/g 0 0 20

Propanol ND ND 500 µg/g 0 0 20

Methy ethylketone ND ND 500 µg/g 0 0 20

Ethyl acetate ND ND 200 µg/g 0 0 20

2 Butanol ND ND 200 µg/g 0 0 20

etrahydrofuran ND ND 00 µg/g 0 0 20

Cyclohexane ND ND 200 µg/g 0 0 20

2 methyl propanol ND ND 500 µg/g 0 0 20

Benzene ND ND µg/g 0 0 20

Isopropyl Acetate ND ND 200 µg/g 0 0 20

Heptane ND ND 200 µg/g 0 0 20

Butanol ND ND 500 µg/g 0 0 20

Propyl Acetate ND ND 500 µg/g 0 0 20

Dioxane ND ND 00 µg/g 0 0 20

2 Ethoxyethanol ND ND 30 µg/g 0 0 20

Methy isobutylketone ND ND 500 µg/g 0 0 20

3 Methyl butanol ND ND 500 µg/g 0 0 20

Ethy ene Glycol ND ND 200 µg/g 0 0 20

o uene ND ND 200 µg/g 0 0 20

Isobutyl Acetate ND ND 500 µg/g 0 0 20

Pentanol ND ND 500 µg/g 0 0 20

Butyl Acetate ND ND 500 µg/g 0 0 20

Ethy benzene ND ND 200 µg/g 0 0 20

m p Xylene ND ND 200 µg/g 0 0 20

o Xylene ND ND 200 µg/g 0 0 20

Cumene ND ND 30 µg/g 0 0 20

Anisole ND ND 500 µg/g 0 0 20

DMSO ND ND 500 µg/g 0 0 20

2 d methoxyethane ND ND 50 µg/g 0 0 20

riethylamine ND ND 500 µg/g 0 0 20

N N dimethylformamide ND ND 50 µg/g 0 0 20

N N dimethylacetam de ND ND 50 µg/g 0 0 20

Pyridine ND ND 50 µg/g 0 0 20

2 Dichloroethane ND ND µg/g 0 0 20

Chloroform ND ND µg/g 0 0 20

richloroethylene ND ND µg/g 0 0 20

Abbreviations

ND None Detected at or above MRL

RPD Relative Percent D fference

LOQ Limit of Quantitation

Q  

Units of Measure:

µg/g M crogram per gram or ppm

Qual ty control result biased high   Only non detect samples reported

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

22 000770 0002

Acceptable

Acceptable

Acceptable

Acceptable

Notes

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Limits Accept/Fail

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable

Acceptable
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Code Explanation

Q Matrix interferences affecting spike or surrogate recoveries.

Q1 Quality control result biased high. Only non-detect samples reported.

Q2 Quality control outside QC limits. Data considered estimate.

Q3 Sample concentration greater than four times the amount spiked.

Q4 Non-homogenous sample matrix, affecting RPD result and/or % recoveries.

Q5 Spike results above calibration curve.

Q6 Quality control outside QC limits. Data acceptable based on remaining QC.

R Relative percent difference (RPD) outside control limit.

R1 RPD non-calculable, as sample or duplicate results are less than five times the LOQ.

R2 Sample replicates RPD non-calculable, as only one replicate is within the analytical range.

LOQ1 Quantitation level raised due to low sample volume and/or dilution.

LOQ2 Quantitaion level raised due to matrix interference.

B Analyte detected in method blank, but not in associated samples.

B1 The sample concentration is greater than 5 times the blank concentration.

B2 The sample concentration is less than 5 times the blank concentration.

Explanation of QC Flag Comments:
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